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Biosafety Cabinet Specification(Technical)
Certification NSF49/ENIM1249 or Equivalent standard
Design: Approximately 4 feet Length X 2 feet Depth,Bio safety cabinets Class Il ,Type A2;304 stainless steel
interior Epoxy-coated steel exterior,Removable seamless,dished work surface with lift out Knobs Door fully
closing,clear %2” tempered safety glass sash Counter balanced with base stand.
Circulation:Class 100,supply and exhaust through HEPA filters.inflow velocity of 105 fpm(0.5m/sec),Down
flow velocity of 55 fpm(0.3m/sc),70% air recirculation.
Light:UV and sufficient illumination for work space.
Gauge : For monitoring the condition of all HEPA filter as well as work space
Service Required:Installation & onsite validation,Calibration certificates
Manuals:Operation/maintenance & part list with detailed specification,Operational & maintence Training.
Power supply:Should include 210-240V/50Hz
Recommendation:Bio safety cabinets of class Il,Type A2 is recommended all Viral Research Diagnostic
labs(VRDL). Type B2 biosafety cabinets are recommended only for BiosafetylLevel 3 work.
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